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1. Classification
Products in the UDAPTION® series are considered „non-critical medical devices.“
They are intended for use cases where users come into contact only with intact skin and not with 
mucous membranes.

2. Implementation cycles
Depending on the environment and intensity of use, different types and degrees of soiling may occur. 
In principle, all impurities that pose a risk to the health of users and operators and/or to the functio-
nal safety of the product must be removed immediately.
Regular cleaning at monthly intervals is also recommended even if no external contamination can be 
seen.
When the device is reused (passed on to a subsequent user), cleaning with subsequent disinfection is 
mandatory.

3. Cleaning
Cleaning a UDAPTION® product involves removing adhering contaminants (such as blood, proteins, 
dust, grease/oil and others), usually with detergent-added water, from surfaces, crevices, grooves and 
connectors. In this context, cloths and brushes with natural bristles (not metal bristles) can be used.

3.1 Disassembly of the product
	 If the UDAPTION® product is a demountable product (see the “Installation and Operation” 
instructions for the product), then it must be disassembled into its component parts before cleaning. 
Only those parts that can be separated TOOL-FREE should be disassembled. All joints should only be 
cleaned externally; the joint halves must not be separated from each other.

3.2 Pre cleaning
	 Remove coarse dirt with a damp cloth or a brush or similar.

3.3 Cleaning
	 Spray all parts with a cleaning solution and wipe all surfaces with a cloth.

3.4 Rinse
	 Then rinse all parts with water to remove any cleaning solution residue.

3.5 Drying
	 Dry all parts carefully afterwards. Use a lint-free cloth or disposable paper towels for this.

3.6 Assambly
	 Now assemble the product according to the associated assembly instructions if no subsequent 	
	 disinfection is desired/necessary.
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4. Disinfection
Disinfecting a UDAPTION® product involves killing vegetative bacteria, some fungi and viruses, but 
not mycobacteria or bacterial spores. This is a low-level disinfection (LLD) according to Spaulding‘s 
classification.

4.1 Pre cleaning
	 Clean the product according to the instructions in point 3 of this document.

4.2 Application of the disinfectant
	 Apply the LLD agent evenly to all surfaces. Use only LLD agents listed in section 5 of this 		
	 document and follow the application instructions.

4.3 Exposure Time
	 Observe the exposure times specified for the LLD agent.

4.4 Drying
	 Dry the surfaces of the product using disposable cloths. Air drying is only recommended for 		
	 alcohol solutions.

4.5 Assembly
	 Now assemble the product according to the corresponding assembly instructions.

5. Cleaning and disinfectants

5.1 Cleaning agents
	 - Enzyme cleaner
	 - All-Purpose cleaner

5.2 Disinfectant
	 - 60 to 90% Ethanol / Propanol (optimal 70%)
		  e.g., Bacillol AF by Paul Hartmann AG

Source: Federal Health Bulletin 2017 60:1274-1297 RKI Recommendation

In all used means, it is imperative to adhere to the manufacturer‘s instructions!
In general, any surface disinfectant that is approved for clinical use can be utilized.

Struthof 2
55595 Münchwald / Germany

+49 6706 915 1630

+49 6706 915 1640

udaption@insors.de

www.udaption.com 3


